
NOTICE: 
Upon powering on, the Fluke Versiv2 will prompt entry of a 4-digit passcode. 

Consider using a simple passcode, such as 1111 (confirm your project and/or site security requirements).  

The instrument will prompt for the passcode upon every power up cycle (DO NOT FORGET THE 

PASSCODE). 

IF PASSCODE IS LOST 
CAUTION: ONLY FACTORY DEFAULT THE INSTRUMENT AFTER ALL TEST DATA HAS BEEN SAVED. 

DISREGARDING THIS CAUTION WILL RESULT IN LOSS OF ALL DATA. 

If the passcode is lost, you may connect the instrument to Fluke LinkWare Live via the included micro-

USB cable (a copy of LinkWare Live is located on the USB stick provided with the instrument). Test data 

may be imported into LinkWare Live without entering any passcode. After saving all test data you may 

proceed with resetting the instrument to factory defaults; once completed the instrument will again 

prompt for entry of a new passcode. 


